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Abstract. Mild Traumatic Brain Injury (mTBI) can cause prolonged or permanent 
injuries if left undetected and ignored. It is therefore of great interest to lower the 
threshold for diagnosis of individuals with mTBI injury. We report on the 
development of a prototype of a portable quantified EEG system intended for in-
the-field mTBI diagnostics. The 32-electrode system is fully battery driven, is 
interfaced with a control unit being part of a telemedicine care system. All electrodes 
are individually configurable sot that they can be used for wet or dry qEEG 
electrodes. All electrodes can also be individually configured to allow Trans-Cranial 
Current Stimulation (tCS) sessions in DC, AC or other current supply modalities. 
The system has been functionality tested in end-to-end configurations where all 
control and measurement signals are forwarded between the head device on one side 
and the user interface and telemedicine system on the other. Tests confirm that the 
device can acquire and forward EEG data from 32 channels in parallel at target 
sensitivities up to 1 kHZ sampling frequencies. Tests further confirm that all 
electrodes can be individually configured for DC or any alternating current 
waveform up to 1 kHz. Additional device clinical evaluation is planned.   
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1. Introduction 
Traumatic Brain Injury (TBI) can be defined as brain damage caused by an external force 
acting to the head, and resulting in a temporary or permanent impairment of brain 
function. TBI is a major health concern with overall incidence of hospitalized and fatal 
TBI ranging from 100 to 300 per 100,000 inhabitants per year [1], [2], [3]. Mild TBI 
(mTBI), e.g., concussion, represents 70-90% of all known TBI cases, but these are often 
not properly diagnosed. It is desirable to diagnose TBI at an early stage since undetected 
incidents can lead to delayed convalescence and risk of prolonged or permanent injuries, 
but current diagnostic and treatment opportunities have limitations, especially when it 
comes to identifying mTBI cases. The most common clinical criterion to assess TBI is 
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the Glasgow Coma Scale (GCS), which grades the condition of a patient on a scale from 
3 to 15 based on verbal, motor, and eye reactions to stimuli [4], [5]. This is however only 
a qualitative assessment method. Advanced neuroimaging techniques like Computed 
Tomography (CT) and Magnetic Resonance Imaging (MRI) are now widely to assess 
neurological damage, but these are limited to be used in hospital environments, and are 
therefore predominantly used on the more severe TBI cases. Electroencephalography 
(EEG) techniques have the potential for being portable and used in the field at point of 
injury. Quantitative Electroencephalography (qEEG) has also been demonstrated to 
discriminate subjects with TBI from healthy subjects with above 80% accuracy [6], [7], 
[8]. Transcranial current stimulation (tCS), where small AC, DC or other waveform 
currents are used to stimulate the brain, is currently an active research field. The 
mechanisms, effects and outcomes of tCS as a therapy modality for a variety of 
conditions are currently actively debated; see for example [9], [10], [11], [12] and 
references therein. For TBI, there are currently no conclusions on the potential impact of 
tCS based therapy, but an interest to investigate potential therapy opportunities.  
The EmerEEG project, form which we report, aims to lower the threshold for mTBI 
detection by realizing a portable device for automated qEEG diagnostics at the point of 
injury. The system is therefore designed to apply a disposable, one-size-fits-all electrode 
cap and a fully automated electrode montage system. All electrodes should also be 
possible to configure to both qEEG and tCS operation. The targeted user scenarios and 
the overall system architecture have been presented in [13], and an automatic TBI risk 
diagnosis algorithm developed [14]. The risk diagnosis algorithm has been derived using 
clinically labeled EEG records, and it is based on discriminant analysis of quantitative 
EEG (qEEG) features after the removal of artifacts. Algorithm testing has confirmed 
speed and reliability requirements as well as 87 % TBI diagnosis accuracy [14].  In the 
past, qEEG and tCS have predominantly been done by separate devices, and operation 
have relied on the operator to switched manually electrode connections between an EEG 
device and a tCS system. tCS devices have also until recently only been availiable with 
a low number of channels, for example single channel, eight channels or 1+4 drain-
source channels. For improved "high definition" delivery and distribution of tCS current, 
it is of interest to have move electrodes, and to enable individual current settings in all 
channels. Some new devices, such as the Starstim32 from NeuroElectrics exemplifies 
the emergence of a new generation of devices supporting digitally configurable hybrid 
qEEG/tCS electrodes for multiple channels [15]. The current EmerEEG system is one of 
the first to realize a portable, remotely configurable 32 hybrid channel combined qEEG 
and high-definition tCS system intended for field use at point of injury.  
 
2. Instrument design 
Figure 1 illustrates the EmerEEG system. The main component is the Head Device, 
which contains the complete qEEG and tCS system. The Head Device runs on batteries, 
and is controlled by a portable server. The server is integrated in the head device, and 
communicates by WiFi to a control unit. Battery operation removes the need for external 
power supplies, and hence eliminates both potential risks and noise caused by the 
connections to power lines during operation in general and in particular during EEG 
measurements. The system also includes an online server and an interface for a 
telemedicine center, thereby making it possible for EEG clinicians to assess EEG 
readings live from the scene of injury. The system is described in more detail in [13]. 
  
Figure 1: EmerEEG system concept. From [13]. 
 
 
 
Figure 2: Instrumentation architecture for the 32 channel, individual configurable, combined qEEG and HD-
tCS system. 
 The overarching instrument architecture for the fully configurable combined 
qEEG and HD- tCS EmerEEG system is presented in Figure 2. While qEEG requires 
ultra-senstive measurements in the micro Volt (µV) domain, the driving voltage in tCS 
is seven orders of magnitude larger (~40 Volts). It is therefore necessary to physically 
isolate the EEG read-out circuitry by a micro-miniature mechanical relay on each of the 
front-end electrode boards. A high-impedance buffer on the electrode board reduces 
noise and parasitic effect caused by wiring, ensuring integrity of the weak EEG signals, 
and even supports EEG measurements in high impedance conditions, for example using 
dry electrodes.  
 
 
Figure 3: Electrode node configuration. 
The complete single channel combined qEEG and tCS electronic design is shown in 
Figure 3. Eight electrode EEG readout and tCS driver circuit channels are integrated on 
a single Analog interface board centered around a Texas Instruments ADS1299 8-
channel bioamplifier circiut [16]. This design makes it possible to individually define all 
electrodes into one out of five different measurement configurations: 1) EEG 
measurement, 2) EEG ground, 3) EEG reference, 4) tCS source, 5) tCS drain. The design 
also allows simultaneous EEG and tCS operation on different channels. The EEG system 
can use both dry and wet electrode technologies, but only wet electrode technologies are 
suitable for tCS for safety reasons. The Main board is responsible for organizing the data 
streams from the different EEG channels. The Main board microcontroller organizes and 
forwards raw data to an Odroid U3 based Portable server integrated in the head device. 
The Portable server, running Linux, can store and forward measurements, and 
communicate with the portable command interface via WiFi.  
 
       
Figure 4: Head device CAD design (left), electronics assembly (middle) and the fully integrated head device 
(right). 
The head device physical prototype has designed using 3D CAD tools and rapid 
prototyping to realize the mechanical structure holding the circuit boards and other 
components, see Figure 4. The four Analog Interface Boards are located around the head 
device, and the Main board can be seen in the middle in Figure 4. A number of head 
device support components have been placed in the lower rear part of the helmet design. 
This includes the Portable server a power supply board. A pump and pneumatic controls 
are also integrated to facilitate the actuation of the disposable one-size-fits-all elastic 
membrane with integrated electrodes.   
3.  Results 
The integrated head device has been tested in both EEG and tES settings in end-to-end 
configuration where all device control and all results have been carried out via the 
external control unit or via the telemedicine interface, confer Figure 1. Tests verified 
that the head device was able to collect, organize and forward EEG data at rates up to the 
targeted 1 kHz with 32 channels in parallel. Likewise, it was confirmed that the system 
could configure all channels individually to act at tCS source or drain electrodes. In 
current source mode, all electrodes could supply up to 2 mA current as targeted. The 
current was supplied according to pre-defined waveforms, thereby confirming that the 
system can work in DC, AC or any software configurable or random waveforms up to 1 
kHz current supply frequency.   
 
In EEG setting, the system has been tested using wet electrodes to verify signal 
sensitivity, but a clinical device evaluation has been beyond the scope of the present 
project. A protocol was carried out and repeated to identify basic features of EEG and 
electrooculographic (EOG) movement. The 3 min protocol consisted of a duplication of 
the following activities i) Close both eyes, ii) open both, iii) blink left eye, iv) blink right 
eye, v) fast blink both eyes, and vi) close and hold eyes shut 30 sec. Whereas this test is 
not a suitable for a complete analysis of the EEG capabilities, it helped confirmed that 
the instrumentation allowed measurements with sensitivity corresponding to the Texas 
Instruments ADS1299 bioamplifier circuit [16]. Additional testing of the head device is 
planned.     
4. Conclusions 
A fully configurable, 32-channel hybrid qEEG and tCS instrument system has been 
realized and function tested. All electronics have been integrated and functionality tested 
in an end-to-end system configuration for in a rapid prototype printed head device 
prototype of a portable system intended for mTBI diagnostics. Additional testing of the 
device is planned.  
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